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The Zimmer Collagen Repair Patch is a biological

implant consisting of an acellular scaffold of

collagen and elastin, derived from porcine dermal

tissue. The material is purified and cross-linked

through a patented process that makes it

resistant to collagenase degradation. The result

is a strong, durable biological implant that is

readily and consistently colonized by host tissue

cells and blood vessels. The implant is provided

in sheet form and is ideal for the reinforcement

of large tendon tears at the repair site.

Durable Reinforcement







Step 4

Repair the rotator cuff tendon with

the bone tunnel sutures, using as

many bone sutures as needed.

Place sutures in the rotator cuff interval

to close the supraspinatus to the

upper subscapularis.

Step 5

Fashion the size and shape of the

implant, making sure to cut it slightly

larger than necessary, leaving some

extra material to be trimmed away after

suturing. It is recommended to use a

curved apex triangular shape for fit,

covering medially but avoiding the

coracoid and spine of the scapula.

[Approximately 3cm lateral and 3-4cm.

in length, depending upon the size of

the patient and tear]

Step 6

Apply and suture the Zimmer Collagen

Repair Patch to the rotator cuff. First

affix the graft at the apex with a

vertical mattress suture if possible.

This is accomplished with a stout

small tapered Mayo needle. It can be

easiest to attempt to place the sutures

through the natural follicles present

in the implant. Next place 2 simple

sutures anterior to and posterior to

the apex suture, and 2 simple sutures

on the anterior and posterior edges.

These should be placed prior to final

repair to the greater tuberosity.

Step 7

Utilizing the 3 previously placed bone

sutures, secure the Zimmer Collagen

Repair Patch to the greater tuberosity

with simple sutures. These bone

sutures should pull the graft in light

tension. Trim any unstable edges or

corners after repair.

Step 8

Due to the large, massive, or revision

nature of the rotator cuff tear, this is

a vulnerable tendon.  It is

recommended that  an abduction type

pillow be used for 6 weeks. The goal 

is a healed rotator cuff repair.
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